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Abstract: Spatial overlap between the electromagnetic fields and the analytes is a key factor 
for strong light-matter interaction leading to high sensitivity for label-free refractive index 
sensing. Usually, the overlap and therefore the sensitivity are limited by either the localized 
near field of plasmonic antennas or the decayed resonant mode outside the cavity applied to 
monitor the refractive index variation. In this paper, by constructing a metal microstructure 
array-dielectric-metal (MDM) structure, a novel metamaterial absorber integrated 
microfluidic sensor is proposed and demonstrated in terahertz (THz) range, where the 
dielectric layer of the MDM structure is hollow and acts as the microfluidic channel. Tuning 
the electromagnetic parameters of metamaterial absorber, greatly confined electromagnetic 
fields can be obtained in the channel resulting in significantly enhanced interaction between 
the analytes and the THz wave. A high sensitivity of 3.5 THz/RIU is predicted. The 
experimental results of devices working around 1 THz agree with the simulation ones well. 
The proposed idea to integrate metamaterial and microfluid with a large light-matter 
interaction can be extended to other frequency regions and has promising applications in 
matter detection and biosensing. 
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1. Introduction 
Optical sensors are powerful tool for applications including biomedical research, 
environmental monitoring, and security [1]. They are sensitive, easy to use and immune to 
electromagnetic interference. In particular, label-free detection for refractive index change is 
attracting extensive interests [2], including waveguide sensors [3, 4], resonator sensors [5-7], 
photonic crystal sensors [8, 9], nanowire sensors [10, 11], fiber sensors [12-14], plasmonic 
sensors [15-17], and metamaterial sensors [18-20]. No matter which type of sensors, the aim 
is to maximize the interaction between light and analytes. Recently, terahertz (THz) sensing 
has arisen as a promising technique for biomedical research and matter detection because of 
the THz fingerprints of DNA molecules and chemical matters [21-24]. Both time-domain and 
frequency-domain THz spectroscopy have been applied for sensing [25, 26]. However, the 
widespread use of THz sensing is hampered by the lack of high-performance THz sources and 
limited sensitivity due to the mismatch between the large wavelengths of THz waves (>30 μm) 
and the analyte sizes. Great efforts have been made on, for example, spoof plasmon surfaces 
that support tightly confined electromagnetic surface modes in THz range mimicking surface 
plasmon in the visible range [27-30], THz antennas that increase molecular absorption cross 
sections [31-33], THz metamaterial with artificially designed electromagnetic response [34-
39], and high-quality (Q) factor THz microstructures [40, 41]. A measured sensitivity of 0.52 
THz/RIU was reported around a frequency of 1.7 THz in a prism coupled metal groove array 
[27]. A higher sensitivity of 1.9 THz/RIU was simulated around a frequency of 11.5 THz due 
to the Fano resonance in combined gold ring and graphene disk [32]. 1 nm thick (λ/106) thin 
film detection with 5% resonance peak shift was experimentally demonstrated using 
extraordinary transmission effect in a sub-10 nm gap in metal film [30]. For liquid sensing, a 
concentration of kanamycin sulfate as low as 100 picogram/L was similarly demonstrated 
[39]. A record-high Q factor of 500 was reported by guided mode resonance in the THz range 
[41]. However, the sensitivity is still limited by the weak interaction between analytes with 
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either the weak near field of plasmonic antennas or the decayed resonant mode outside the 
cavity. Furthermore, the sensitivity can be greatly reduced in the case that molecules are not 
attached on the surface as the field intensity quickly decreases with the distance away from 
the surface. Therefore, it is desired to create strong electromagnetic field with improved 
spatial overlap with the analytes. Hollow photonic crystal cavities in near infrared were 
fabricated to achieve this requirement by forming strong cavity resonance in the hollow 
sample area [5]. It is worth to note that the spatial overlap of an electromagnetic field with an 
analyte is not always preferred, for example in the case of the lossy analyte that may kill the 
signal. Carefully balancing between the sensitivity and the signal loss should be considered. 
In this paper, a novel metamaterial absorber integrated microfluidic (MAIM) sensor is 
proposed and experimentally demonstrated in the THz range. Instead of detecting analytes on 
the surface of metamaterial structure with relatively weak and decayed field distributions, 
analytes are brought into a channel formed between two parallel metal structures, where 
transverse cavity resonance appears inside the metal microstructure array-dielectric-metal 
(MDM) metamaterial absorber. The channel acts as both microfluidic channel and the spacer 
of MDM metamaterial absorber. Compared to the conventional metamaterial absorber sensors, 
significant improvement of the sensitivity is obtained because of the greatly enhanced light-
matter interaction in the dual-function channel. Furthermore, the metamaterial perfect 
absorber (MPA) sensor is deep sub-wavelength and angle-independent. The proposed MAIM 
sensor can be readily extended to other frequency ranges and demonstrates a promising 
technique for high-sensitivity chemical and bio- sensors.  
     
2. Mechanism and Design 
The schematic of the MAIM sensor is shown in Fig. 1a, where the metal microstructure 
array is attached on the cap and the metal reflector is on the substrate. Furthermore, the 
substrate is etched to form a microfluidic channel by bonding to the cap. The channel height is 
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controlled by the etch depth of the substrate. THz beam is incident from the cap side and the 
reflected beam is measured for sensing. The stack of the metal microstructure array, the 
microfluidic channel and the metal reflector behaves as reflective MDM metamaterial. As 
well known, by tuning the structure parameters of the MDM metamaterial, a resonant perfect 
absorption can be observed with the incident wave fully trapped in the spacer between the two 
metal layers, resulting in a named metamaterial perfect absorber [42-44]. It is very similar to 
frequency selective surface absorber in microwave [45], where the periodic subwavelength 
structures are used to manipulate the electromagnetic response. Particularly, the MPA is deep 
sub-wavelength and angle-independent. Full concentration of electromagnetic field in a 
subwavelength layer is very attractive for photodetector [46], solar cell [47, 48], modulator 
[49, 50], etc. In all these cases, the active materials replace the dielectric layers of the MDM 
and thus have a large overlap with the greatly confined cavity resonance between two metal 
layers, resulting in significant enhancement of photoelectric conversion or electro-optical 
response. In contrast, although MPA has been used for sensing [51, 52], the analytes were 
placed on top of the MDM stack, where the overlap between the electromagnetic field and the 
analytes are significantly limited because the field is concentrated in the intermediate 
dielectric layer. By etching away some of the dielectric layer, the sensitivity was improved 
due to the enlarged overlap between the analyte and the sensing field [53]. In general, the 
conventional configuration of the MPA sensors as shown in Fig. 1c does not fully exploit the 
advantage of strong cavity resonance of MPA. In the proposed MAIM device as shown in Fig. 
1b, the microfluidic channel is fully overlapped with the resonant field in MPA and therefore 
leads to improved sensitivity as discussed in the following. Note that microfluidic channels 
have been fabricated on top of metamaterial [54-56]. In our case, the channel is actually a part 
of MPA. The unique dual-function channel design provides advantages for THz sensing.  
The absorption spectra were calculated numerically by finite-difference time-domain 
method for the MAIM devices with the model as shown in Fig. 1b, where the cap and the 
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substrate were assumed as semi-infinite layers, and the microfluidic channel between two 
metal layers was modeled as a uniform material with the refractive index of the analyte. The 
sensor with the channel on top of MPA as reported in Ref. 50 and 51 was modeled for 
comparison as shown in Fig. 1c. The dielectric layer between two metal layers was chosen to 
be low loss polyimide (n=1.8+i0.06) [41, 57]. The thickness of this layer was optimized to be 
2 μm, which gave a nearly perfect absorption peak in a similar frequency region as the MAIM 
device. Therefore, the MAIM device could be compared with the reference in a similar 
condition. For both devices, the reflector is aluminium film with a thickness of 200 nm, and 
the microstructure array consists of crosses in a square lattice with a period P=22 μm, where 
the long and the short side lengths of both arms of the cross are 15 and 6 μm, respectively. 
The absorption spectra of the MAIM device and the reference device are shown in Fig. 2a and 
2b, respectively. For the MAIM device, a perfect absorption was achieved at the analyte 
refractive index n=2. For n varying from 2 to 1, the peak absorption decreases but is still 
above 70% indicating a strong absorption. At the same time, the absorption peak shifts to low 
frequencies. The peak transmission of the reference device slightly increases with the 
decreasing n and the transmission peak shows a similar trend of shifting to high frequencies as 
the MAIM device. As shown in Fig. 2c, both devices have close absorption peaks at n=2, but 
show large difference at n=1. By linearly fitting the data, the calculated sensitivity of the 
MAIM device is as high as 3.5 THz/RIU, which is 6 times larger than the reference device. 
Although the field in Fig. 1e shows a similar distribution to that in Fig. 1d, the microfluidic 
channel (white dashed box) on top of the MPA has little overlap with the cavity resonant field 
resulting in a much smaller sensitivity. In contrast, the record high sensitivity of the proposed 
MAIM sensor benefits from the novel integration of metamaterial and microfluid with a 
maximum overlap between cavity resonance and analyte. Furthermore, this technique could 
be extended to other frequency ranges or multi-band sensors by cascading the microstructure 
array [58]. 
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There are several models in the literatures to explain the mechanism of the MIM MPA 
including impedance matching model [42-43], vertical interference model [52, 59], and Gap 
plasmon model [60, 61]. Recently, Zhou et al used a mode expansion method to analytically 
investigate the resonance in the MIM MPA [62]. It is found that the resonance in such a 
MDM structure undergoes a transition from a vertical Fabry-Perot type to a transverse type as 
the spacer thickness reduces. As a result, the vertical interference model was found to give 
large deviation from the numerical simulation results for thin spacer (<0.3p, p is the period of 
top metal structure). In contrast, the gap plasmon model, where top metal structure defines the 
size of the cavity where gap plasmons propagate back and forth, was found to be not 
applicable for thick spacer [61]. In our case, considering the spacer thickness (1 μm) is less 
than one twentith of the period (22 μm), it falls in the scope of application of the gap plasmon 
model. In such a model with transverse resonance, the resonant condition is expressed as [61] 
4πwnsp/λ + 2φ = 2mπ                                                                                                         (1) 
where w is the width of the top metal structure, i.e. the cavity length, nsp is the mode index of 
the gap plasmon, φ is reflection phase, λ is the resonance wavelength, and m is the order of 
resonance. nsp is depended on the gap size, the spacer and metal dielectric properties [61]. In 
general, the local variation of the effective index Δnsp(x) can be calculated using the overlap 
integral between the mode field and the change of material refractive index assuming x is the 
transverse resonance direction [63]: 
 
 
  

dydzzyxE
dydzzyxEzyxn
xnsp 2
2
),,(
),,(),,(
)(                                                                        (2) 
where Δn is the change of the refractive index of analyte in the channel, |E(x,y,z)|2 is the field 
intensity of the gap plasmon. The integration plane covers both channel and the area above. 
From Eq. (1) and (2), it is clear that the increase of the analyte index, i.e. the effective index 
of the gap plasmon, the resonance frequency decreases. Furthermore, because the resonance 
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inside the channel is larger than that outside, the same change of index inside the channel 
causes a larger change of the effective index, and therefore a larger resonance frequency shift. 
This is the reason that our proposed MAIM sensor has higher sensitivity. Similar 
improvement was demonstrated by partially etching the spacer [52].  
To support the analysis above, the on-resonance field and power flux distributions are 
calculated numerically and shown in Fig. 3. For X-polarized incidence, as shown in Fig. 3a 
the strong electric field distribution is around two ends of the cross in the X direction, which 
defines the transverse resonance cavity. As known, the electrical resonance of the top metal 
structure can induce charges accumulated at the ends of the cross, and these charges induce 
reverse charges accordingly on the bottom metal reflector. As a result, a strong electrically 
resonant component in the vertical direction is observed at the two ends of the cross as shown 
in Fig. 3b, which means that the two metal layers cannot be treated independently. The 
induced charges result in the reverse surface currents in the two parallel metal layers forming 
a loop as shown in Fig. 3c. And therefore, the main component of H vector is along the Y 
direction in the middle of the channel as shown in Fig. 3a. In addition, the calculated power 
flux as shown in Fig. 3d is clearly along the X direction, indicating a transverse resonance.  
 
3. Experiments 
The process flow is as shown in Fig. 4a. In the MAIM device, the substrate is used as only 
a holder and therefore it has plenty of choices. Si wafer was used in the experiment for easy 
fabrication. Quartz was used as the cap because of its low loss and its transparency for easy 
monitoring the channel in measurement. Both the substrate and the cap could be polyethylene 
(PE), polypropylene (PP), polydimethylsiloxane (PDMS) and so on to make the device 
flexible. The reactive ion etch of Si is a well controllable process to ensure the accuracy of the 
channel height. The inlet and outlet were fabricated in Si substrate rather than the cap to avoid 
the possible influence in measurement. Silicon substrate and quartz cap were packaged 
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together by screws. In most cases, the seal is pretty good due to the flatness of silicon and 
quartz. Super glue can be used to fully seal the package. Syringe was used to inject the 
analytes through soft pipes. The reflection spectra were characterized using THz Time-
Domain Spectroscopy (THz-TDS) as shown in Fig. S1. The frequency spectrum is then 
obtained from the time-domain signal via a Fast Fourier Transform. Air (nair=1.00), ethanol 
(nethanol=1.6), glucose (nglucose=2.1) were used as analytes in the experiment, which gives a 
good spread of refractive index values enabling us to investigate the general performance of 
the MAIM sensor. Because our THz-TDS system has an upper frequency limit at 1 THz, the 
low frequency MAIM device was designed and fabricated. The fabricated cross array and the 
packaged MAIM device are shown in Fig. 4c and 4b. The area of the cross array is 
approximately 1 cm×1 cm in the center of the device. The incident THz beam can be focused 
to a 1 mm spot. 
As shown in Fig. 5, there is a significant shift of the reflection dip as the varying refractive 
index of the fluid filling the channel. Experiment results agree with the simulation ones 
reasonably well. In simulation results shown in Fig. 5a, the absorption dip is at 0.64 THz, 0.79 
THz and 0.88 THz for air, ethanol and glucose, respectively. The measured ones shown in Fig. 
4b are 0.6 THz, 0.72 THz, 0.82 THz, respectively. The slight discrepancy may be caused by 
the fabrication error and the simulation parameter error of the analyte indexes. The sensitivity 
is approximately 0.2 THz/RIU. Because the frequency shift at low frequencies is usually 
smaller than high frequencies, the sensitivity is normalized to the absorption peak to compare 
the devices working in different frequency ranges. As a result, the normalized sensitivity is 
0.31/RIU (at 0.71 THz). Another device shown in Fig. 5c and 5d has a smaller channel height. 
It shows similar sensitivity as the one in Fig. 5a and 5b. In addition, the normalized sensitivity 
of the one in Fig. 2a is 0.55/RIU (at 6.4 THz). In Table 1, recently reported terahertz sensors 
are compared. The normalized sensitivity of a most recent simulation work is 0.16/RIU (at 
11.5 THz) [32] and the normalized sensitivity of an experimental one is 0.3/RIU (at 1.7 THz) 
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[27]. As seen, the proposed MAIM sensor shows the highest sensitivity of 3.5 THz/RIU in 
simulation. The experimental results of the MAIM sensor also show a high normalized 
sensitivity of 0.31/RIU. Note that the proposed MAIM device is compact, angle-independent 
and easy for parallel integration compared to the one using prism coupling [27]. The device in 
Reference 17 gives the highest normalized sensitivity of 2.2/RIU. It is worth to mention that 
Reference 17 and 50 calculate the sensitivity from two analytes with very close refractive 
index (0.003). In contrast, for general performance estimation the MAIM device was 
evaluated in a wide refractive index range both numerically and experimentally. With 
optimization for a certain analyte, the sensitivity of the MAIM device could be further 
improved. 
 
4. Discussion 
The cap is found to have an important effect on the performance of the MAIM sensors. 
First, at a fixed channel thickness, the higher the refractive index of the cap, the smaller the 
sensitivity. The sensitivity of 3.5 THz/RIU at ncap=1.45 decreases to 0.37 THz/RIU at ncap=3.4 
(Supporting information, S2). The detailed analysis of the electromagnetic field distributions 
reveals that the field confinement in the microfluidic channel is stronger at smaller ncap. As a 
result, the same refractive index variation causes a larger frequency shift. Second, the 
refractive index of the cap affects the intensity of the reflected signal. In reflection spectra 
measurements, the THz wave is incident from the cap side. The cap with high refractive index 
induces substantial reflection from the surface, which weakens the THz beam reaching the 
analyte in the MAIM sensor and causes dense fluctuations in the spectra due to the 
interference. Furthermore, the loss of the cap, determined by the imaginary part of the 
refractive index, causes attenuation of the THz beam, which also reduces the signal intensity. 
Therefore, a cap with low refractive index and low loss is preferred in the MAIM sensor 
package.  
  
10 
 
  High frequency (4~9 THz) MAIM sensors were also fabricated and measured by Fourier 
Transform Infrared spectroscopy (FTIR) (Supporting information, S3). A typical device as 
shown in Figure S3 has a cross array period of 18 μm and the channel height of 1 μm. The 
long and short side lengths of both arms of the cross are 12 and 6 μm, respectively. The cap 
was changed to PP, which has a lower refractive index and lower loss in this frequency region 
than quartz. A high resistivity silicon sample was used to back the PP for package. However, 
no resonant absorption peak was observed for the packaged device in the FTIR measurement. 
It is considered that the flexible PP may bend and close the channel resulting in a failure of 
the device. Two possible ways are proposed to resolve this issue (Figure S4). One is to 
fabricate silicon pillars during the channel etch in the first step in Fig. 4a. These pillars could 
support the flexible polypropylene cap and maintain the channel. The other is to spin-coat 
silicon sample with liquid PP (or PDMS, polyimide), which in all is used as the cap. Good 
performance can still be expected (Figure S3e). 
The overlap of the electromagnetic fields and the analytes in the MAIM sensor can be 
further improved. Based on the calculated electromagnetic field distributions (Supporting 
information, Figure S2), there is substantial field at the position of the cap. As a result, the cap 
could be etched to expose the sides of the metal microstructures, which further increases the 
interaction between the THz beam and the analyte. 100% improvement of the sensitivity was 
achieved in simulation (Supporting information, S4). In addition, all previously reported MPA 
in principle can be applied in the proposed MAIM sensor. Therefore, the novel sensor with 
higher Q-factor and higher figure of merit can be expected with optimization. 
 
5. Conclusion and Outlook 
A novel microfluidic THz sensor based on metamaterial absorber was proposed and 
fabricated. A high sensitivity of 3.5 THz/RIU is predicted benefiting from the dual functional 
microfluidic channel design, where the channel was integrated inside the MDM metamaterial 
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absorber as a spacer. In contrast to the conventional sensors where only the surface is exposed 
to the analyte, the resonance field has significantly enlarged overlap with the analyte, and 
therefore an improved sensitivity. The measured frequency shifts of various analytes within a 
broad refractive index range agree well with the design, which demonstrates robust feasibility 
and wide scope of application of the devices. Furthermore, this metamaterial integrated 
microfluidic sensor can be extended to other frequency ranges and has promising applications 
in biosensing and matter detection. 
In the case of THz sensing, the water absorption is a serious issue. It happens in both the 
measuring environment and the aqueous solution. Carefully balancing between the strong 
light-matter interaction (i.e. sensitivity) and the signal loss should be considered. As the 
frequency shift rather than the amplitude variation is used for sensing in the proposed 
technique, it may be more robust to the loss issue. However, the water absorption issue has to 
be addressed in the further development of terahertz sensing.   
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Figure 1. a) Schematic diagram of the MAIM sensor. The microfluidic channel is sandwiched 
between the metal microstructure array and the metal reflector. The metal microstructure 
array is attached on the cap and the metal reflector is on the substrate. The analyte in the 
channel flows in from the inlet and out from the outlet. THz beam is incident from the cap 
side and the reflected terahertz beam is measured for sensing. b) and c) Schematic diagrams 
of the cross sections of the MAIM sensor and the reference sensor as Ref. [49,50], 
respectively. The former has the microfluidic channel inside the MDM stack and the latter has 
the channel on top of the stack. Circular dots represent the analytes in the channel. d) and e) 
Resonant magnetic field distributions (intermediate plane along the long arm of the cross) in a 
unit cell with the refractive index of analyte n = 1.5. The cap (ncap=1.45) and the substrate are 
assumed as semi-infinite layers. The channel is modeled as a uniform material with a height 
of h = 1 μm. For both devices, the reflector is aluminium film with a thickness of 200 nm, and 
the microstructure is a cross array with a period P=22 μm, where the long and short 
sidelengths of both arms are 15 and 6μm, respectively. For the reference device, the dielectric 
layer is chosen to be polyimide (1.8+i0.06). The thickness of this layer is set to be 2 μm, 
resulting in a nearly perfect absorption peak in the similar frequency region. White dashed 
lines indicate the positions of the channels. 
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Figure 2. a) and b) are the calculated absorption spectra with refractive index of channel n = 1, 
1.25, 1.5, 1.75 and 2 for devices in Fig. 1b and 1c, respectively. c) Resonant peak versus 
refractive index of analyte for both devices.  
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Figure 3. a) |E| distribution overlapped with H vector distribution (red arrows) in the metal 
cross. b) E vector profile in the X-Z plane passing through the center of the cross. c) Surface 
current profiles on metal cross and metal reflector. d) Power flux in the same plane as b).  
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Figure 4. a) Process flow: (1) photolithography and reactive ion etch to form the microfluidic 
channel in silicon, (2) electron beam evaporation and liftoff to fabricate the reflector, (3) laser 
drilling to make the inlet and outlet, (4) photolithography and liftoff to fabricate metal 
microstructure array on quartz, (5) package. Photo images of b) the packaged MAIM device 
and c) the aluminium cross array. The cross array period P=107 μm. The long and short 
sidelengths of both arms of the cross are 97 and 6 μm, respectively. 
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Figure 5. a) and c) Simulation, b) and d) experiment reflection spectra of the MAIM device 
with air, ethanol and glucose in the channel. 200 nm thick aluminium was used for both 
reflector and cross array. The period P=107 μm. The long and short sidelengths of both arms 
of the cross are 97 and 6 μm, respectively. The channel height h=16 μm for (a) and (b), h=12 
μm for (c) and (d). In simulation, nair=1.00, nethanol=1.6, nglucose=2.1. 
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Table 1. Comparison of reported THz sensors 
Frequency 
[THz] 
Sensitivity 
[THz/RIU] 
Normalized 
Sensitivity [RIU-1] 
Reference Technique 
0.55 0.14 0.25 [7]a) Waveguide resonator 
0.91 2 2.2 [17]b) Metal nanoholes 
1.7 0.52 0.31 [27]b) Prism coupled nanogrooves 
11.5 1.9 0.17 [32]a) Metal ring and grapheme disk 
0.5 0.04 0.08 [38]b) Metamaterial 
3.0 1.48 0.49 [50]a) Metamaterial perfect absorber 
6.4 3.5 0.55 This worka) MPA integrated microfluidic channel 
0.71 0.22 0.31 This workb) MPA integrated microfluidic channel 
a)(simulation); b)(experiment) 
 
 
